
0.02% EtOH 2L 
Lot# 08-03-020 
Prepared 08/01/2007 Expires 08/01/2008 

0.0249 
0.0225 
0.0215 
0.0211 
0.0207 
0.0213 
0.0208 

Mean 0.0211 
Std Dev 0.0003 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 
Bound File Name = sim073107.0001 .RAW 
Sample Name = CCS 
Date Taken = 7/31/2007 11:44:17 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 8:06:01 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Area Amount Headspace 
% WTA/OL Conversion 

<0.005 0.0005 
0.2259 0.1844 
1.0161 0.8294 
1.0000 0.8162 

1 1.33 Acetaldehyde 05416 
2 1.87 Ethanol 875830 
3 2.64 t-Butanol 1293905 
4 3.21 n-Propanol 1533627 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 
Bound File Name = sim073107.0010.RAW 
Sample Name = CCS 
Date Taken = 7/31/2007 1:44:14 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak Area 
Number (min) Name  

3.5 4.0 4.5 5.0 

Today's Time = 8:06:20 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 1.87 Ethanol 968457 
3 2.64 t-Butanol 1392983 
4 3.21 n-Propanol 1692206 

0.2264 
0.9914 
1.0000 

0.1848 
0.8092 
0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 
Bound File Name = sim073107.0011.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 2:06:51 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name 

2 187 Ethanol 130363 
3 2.64 t-Butanol 1395330 
4 3.21 n-Propanol 1688912 

3.5 4.0 4.5 5.0 

Today's Time • 8:06:23 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

0.0305 
0.9950 
1.0000 

0.0249 
0.8121 
0.8162 
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Today's Date = 8/6/2007 
Bound File Name = sim073107.0012.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 2:14:23 PM 
Method file = simsoln.met 
Calibration file <= BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 8:06:25 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.87 
2.64 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

120260 
1407234 
1725940 

0.0276 
0.9820 
1.0000 

0.0225 
0.8015 
0.8162 
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Format File Name • 
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simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 8/6/2007 
Bound File Name = sim073107.0013.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 2:36:54 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 8:06:28 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.87 
2.64 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

112383 
1381519 
1688776 

0.0263 
0.9852 
1.0000 

0.0215 
0.8042 
0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 
Bound File Name = sim073107.0014.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 2:51:57 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 
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Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 8:06:30 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.87 
2.64 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

110261 
1378275 
1685929 

0.0259 
0.9846 
1.0000 

0.0211 
0.8036 
0.8162 
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Today's Date = 8/6/2007 
Bound File Name = sim073107.0015.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 3:06:58 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 
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Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

107008 
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1667597 
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1.0000 0.8162 
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111369 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 Today's Time = 3:03:17 PM 
Bound File Name = sim073107.0017.RAW 
Sample Name = 0.02% Soln. 
Date Taken = 7/31/2007 3:36:59 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal Calibration Version = 1071 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 187 Ethanol 106082 0.0255 0.0208 
3 2.64 t-Butanol 1346780 0.9851 0.8040 
4 3.20 n-Propanol 1646603 1.0000 0.8162 
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Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 
1071 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

3 Ethanol 

1.2 

1.0 

0.8 o 

or 
_ 0.6 

0.4 

0.2 

0.0 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.528328X + 0 

Linear fit with equal weighting, forced to origin 

1.889 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

0.00 0.10 0.20 0.30 0.40 

Amount Ratio 

Coefficient of determination: 
O.SOAverage error: 

Average CF: 
RSD: 

0.9996157 
1.491% 
1.99229 
55.939% 

Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio Source 
1 0 (0) 0.000 0 0 Manual 
2 0.0318 127807.3 4019097 -3.149 0.0318 7.786874B-02 o:\Alcohol Data\Alc080107\Alc080107.0003.BND 
3 0.0912 372233.8 4081511 -0.662 0.0912 0.2290561 o:\Alcohol DataWc080107Wc080107.0004.BND 
4 0.2254 986771.4 4377868 -2.920 0.2254 0.5532461 o:\Alcohol DataWc080107Wc080107.0005.BND 
5 0.4654 1961114 4213825 0.725 0.4654 1.185215 C:Wcohol DataWc080107Wc080107.0009.BND 

Date and time 
4/11/2005 10:03:40 AM 
8/1/2007 2:26:09 PM 
8/1/2007 2:41:16PM 
8/1/2007 2:49:05 PM 
8/2/2007 7:38:39 AM 
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